Introduction {#Sec1}
============

Laser-induced breakdown spectroscopy (LIBS) is a multi-elemental and real-time analytical technique with simultaneous detection of all the elements in any type of sample matrix including solid, liquid, gas, and aerosol \[[@CR1]\]. In LIBS system, a pulsed laser---such as a Q-switched Nd:YAG, is focused onto the surface of the material to eject a tiny fraction of material (picograms to nanograms) from the surface of the object under investigation. By this process, forming short-lived, highly luminous plasma at the surface of the material is formed. Within this hot plasma, the ejected material is dissociated into excited ionic and atomic species. The excited ions and atoms emit characteristic optical radiation as they revert to lower energy states. Detection and spectral analysis of the optical radiation formed through this process is used to yield information on the elemental composition of the material which includes atomic composition of the compound.

During this excitation process, LIBS not only produces the data associated with the samples of interest but also from the unwanted sources like from the system. LIBS uses multiple spectrograph and synchronized charge-coupled device (CCD) spectral acquisition system to analyze the spectral data. For rapid analysis of heterogeneous materials, the acquisition cycle typically stores 1000 spectra for subsequent filtering and analysis. The incorporation of an effective data analysis methodology has been critical in achieving both accurate and reproducible results in the analysis of samples with the technology. LIBS produces vast amounts of data where one or multiple elements are falling almost at the same emission lines. Simultaneous elemental analysis is required to avoid sampling errors associated with the application of a destructive analysis technique LIBS uses for compositional determination of a heterogeneous material. Simultaneous elemental analysis also reduces the analysis time, thereby increasing sample throughput and efficiency of the whole system. To handle the huge amount of data produced by LIBS, the use of automatic classifier and discriminator for spectral analysis is necessary for accuracy, time saving, and increasing efficiency.

Automatic classification of spectroscopy data is a scientific and technical field where chemical molecules, compounds, and mixtures are distinguished based on their spectral signatures by means of computer algorithms  \[[@CR2], [@CR3]\]. Automatic classification has been attempted on various spectroscopy techniques: magnetic resonance \[[@CR4]\], Fourier transform infrared spectroscopy (FTIR) \[[@CR5]\], Raman spectroscopy \[[@CR6]\], and LIBS data \[[@CR7]--[@CR11]\]. The utilized methods usually involve linear models (e.g., linear discriminant analysis \[[@CR4], [@CR5]\]) on amplitudes of some spectral components, selected by means of feature selection machine learning algorithms. Other publications describe utilization of principal component analysis of spectral components to reduce data dimensionality, followed by an instance-based machine learning algorithm that provides a linear or nonlinear model \[[@CR6], [@CR9]--[@CR12]\]. While these approaches may perform well in practice, they are ad hoc and lack theoretical justification; more specifically, there is no assurance of their optimality from the point of view of statistical theory of detection.

In this work, we report the model and design of an optimal classifier for automatic classification and discrimination of LIBS data. We also use experimental data to validate assumptions leading to the model. The LIBS data were obtained from the echelle spectrograph which is connected with an intensified charge-coupled device (ICCD) sensors (iStar, Andor Technology, DH734-18F 03) \[[@CR13], [@CR14]\] and establish the optimal classifier for this type of data. Then, we utilize our model to verify the performance. Note that this specific device is a representative of the current state-of-the-art spectrometers and de facto industry standard. Therefore, the presented approach well generalizes to other similar devices.Fig. 1**a** Block diagram of spectrograph; **b** simplified block diagram

Methodology {#Sec2}
===========

Model of spectroscopy system {#Sec3}
----------------------------

The block diagram of an Andor Mechelle 5000 spectrograph system based on the echelle grating \[[@CR13], [@CR14]\] is shown in Fig. [1](#Fig1){ref-type="fig"}a, while Fig. [1](#Fig1){ref-type="fig"}b shows the simplified block diagram. The goal of the system is to measure spectrum $\documentclass[12pt]{minimal}
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                \begin{document}$$\uplambda _{\max }$$\end{document}$ denote minimal and maximal wavelengths of light registered by the system. The spectrograph is modeled as a linear system consisting of spectrometer optics and CCD camera. The following describes role of each block in Fig. [1](#Fig1){ref-type="fig"}a. The light from a broadband source passes through diffraction grating, which creates the high dispersion of the wavelength into several different directions. Due to diffraction and interference \[[@CR14], [@CR15]\], spectral lines widening phenomena occur, see Fig. [2](#Fig2){ref-type="fig"}. The spectral lines widening can be modeled through the following convolution:$$\documentclass[12pt]{minimal}
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                \begin{document}$$H_\mathrm{d}\left( \lambda ,\lambda '\right) $$\end{document}$ is a wavelength-dependent impulse response of the system.

The intensity of the measured signal is proportional to the echelle efficiency \[[@CR15], [@CR16]\] $\documentclass[12pt]{minimal}
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Note that in the echelle spectrometer, high-order diffraction orders are utilized, and the measurements in each order appear as one linear pattern on the detector. The uneven distribution of orders may lead to closely stacking-up orders and cross talk ("ghost line") \[[@CR13], [@CR15]\]. We model cross talk with a linear system with pulse response $\documentclass[12pt]{minimal}
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The light is converted into electrical signal in a CCD sensor, where the number of electrons at each pixel is proportional to the intensity of the incident light at the pixel. In a CCD sensor, three types of noises exist based on the intensity of photon signal present on CCD pixel \[[@CR17]\]. These three noises are: read-out noise (at low light intensities), shot noise (at medium intensities), and fixed pattern noise (at high intensities). The shot noise is a combination of photon noise and dark noise. Photon noise comes from random variation of photon flux from the light source, while the dark noise is created because of the thermal generation of carriers. Fixed pattern noise exists because of the variation of charge created in individual pixels of CCD for photon signal input. Considering the laser signal as medium intensity, the dominating noise source for this case is shot noise, which comes mainly from dark current as the device was operating at room temperature. We assume that component of dark current noise is $\documentclass[12pt]{minimal}
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                \begin{document}$$\lambda $$\end{document}$) \[[@CR18]\]. In the CCD sensor, the signal gets discretized in space (corresponding to discrete wavelength $\documentclass[12pt]{minimal}
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                \begin{document}$$s_\mathrm{s}\left( \lambda \right) =\sum ^K_{k=1}{\delta \left( \lambda -{\lambda }_k\right) }$$\end{document}$ (e.g., \[[@CR19]\]). The pixel voltages get amplified (A) and quantized. The amplifier introduces the amplifier noise $\documentclass[12pt]{minimal}
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                \begin{document}$${\lambda }_k$$\end{document}$) discretized in the wavelength domain. Due to the linearity of the observed system, it can be simplified as shown in Fig. [1](#Fig1){ref-type="fig"}b. The output signal $\documentclass[12pt]{minimal}
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                \begin{document}$$\lambda _i\ne \lambda _j$$\end{document}$, since the sum of independent Poisson variables has Poisson distribution \[[@CR21]\], $\documentclass[12pt]{minimal}
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                \begin{document}$${s}^*_i (\lambda _k)$$\end{document}$ has the Poisson distribution which can be approximated as Gaussian when its mean is large enough \[[@CR22]\].Fig. 2Appearance of spectral line of 534.946 nm of NIST standard reference wafer 612. Shown are effects of spectral line widening due to interference and diffraction at diffraction grating
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                \begin{document}$$\lambda )\ $$\end{document}$ is here modeled as Gaussian \[[@CR23]\]. The read-out noise $\documentclass[12pt]{minimal}
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                \begin{document}$${\lambda }_k)$$\end{document}$ consists of thermal (Johnson) noise and 1/*f*---noise (flicker) noise and can also be modeled as Gaussian \[[@CR24]\]. Quantization noise $\documentclass[12pt]{minimal}
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                \begin{document}$$n^*\left( {\lambda }_k\right) $$\end{document}$ can also be modeled as Gaussian.

It is known \[[@CR26]\] that dark current noise in CCD detectors is spatially uncorrelated (leading to $\documentclass[12pt]{minimal}
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Optimal classifier of spectroscopy data {#Sec4}
---------------------------------------

The goal of classification is to distinguish between two hypotheses:$$\documentclass[12pt]{minimal}
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Following the discussion in Sect. [2.1](#Sec3){ref-type="sec"}, we assume that $\documentclass[12pt]{minimal}
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By taking logarithm and arranging the terms, from Eq. ([5](#Equ5){ref-type=""}) we obtain the following log-likelihood test, which represents the optimal classifier under the Gaussian assumption:Calculate: $$\documentclass[12pt]{minimal}
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Observe that the parameters of the decision boundary are not directly related to LIBS wavelengths (but are related to measurements obtained from the spectrometer). In other words, the wavelengths themselves are not input to the model.
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Experimental setup {#Sec5}
------------------

We utilized Andor Mechelle ME5000 spectrograph with an ICCD camera (iStar, Andor Technology, DH734-18F 03), see Fig. [3](#Fig3){ref-type="fig"}. The following parameters are from the technical specifications of the spectrograph and correspond to usual spectroscopy practice. The spectral resolution (the ratio between the wavelength and the smallest difference of wavelengths that can be resolved) was $\documentclass[12pt]{minimal}
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                \begin{document}$$^{\circ }$$\end{document}$C using a thermoelectric (TE) cooler of the spectrograph to reduce dark signal (see Sect. [2.1](#Sec3){ref-type="sec"}). To excite plasma in LIBS \[[@CR32]\], a broadband CPA-Series Ti: Sapphire ultra-short laser (Clark-MXR, Inc., Model: 2210) generating 150-fs-long pulses operating at the wavelength of 775 nm was used. For experiments with dark signal, the laser beam was blocked by a nontransparent barrier. This way, we capture only the system's noise.

Experimental results {#Sec6}
====================

Experiments of "dark signal" {#Sec7}
----------------------------

To quantify characteristics of CCD sensor, 1000 dark spectra were acquired with no source of light incident to the sensor. The goal was to test the following hypotheses:
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Note that outside this range the spectrometer provided signals equal to zero for all realizations. The total range of considered wavelengths included 24,650 discrete values.
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                \begin{document}$$s_\mathrm{out} (\lambda _k)$$\end{document}$ may be bimodal. For the other wavelengths, the histograms indicate the presence of obvious outliers. These outliers (the maximal values) corresponded to eight realizations that were subsequently removed from the dataset.Fig. 4Histogram of estimated skewness of dark signal at all observed wavelengths. The skewness of zero, characteristic for Gaussian distribution, is denoted by red line

The skewness and kurtosis \[[@CR35]\] were calculated for each $\documentclass[12pt]{minimal}
                \usepackage{amsmath}
                \usepackage{wasysym} 
                \usepackage{amsfonts} 
                \usepackage{amssymb} 
                \usepackage{amsbsy}
                \usepackage{mathrsfs}
                \usepackage{upgreek}
                \setlength{\oddsidemargin}{-69pt}
                \begin{document}$$s_\mathrm{out}(\lambda _k)$$\end{document}$ using the remaining 992 realizations. Figures [4](#Fig4){ref-type="fig"} and [5](#Fig5){ref-type="fig"} show histograms of the obtained skewness and kurtosis.
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                \begin{document}$$-20, \dots , 20$$\end{document}$ are shown in Fig. [6](#Fig6){ref-type="fig"}.Fig. 5Histogram of estimated kurtosis of dark signal at all observed wavelengths. The kurtosis of 3, characteristic for Gaussian distribution, is denoted by red line

Experiments with standardized data {#Sec8}
----------------------------------

We measured laser-induced breakdown spectroscopy (LIBS) spectra \[[@CR32]\] of NIST standardized glass. According to National Institute of Standards & Technology (NIST), the nominal composition of the standard reference wafer 612 used in this work is 72% $\documentclass[12pt]{minimal}
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We also computed principal components of the NIST standardized glass data. This resulted in total of $\documentclass[12pt]{minimal}
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Discussion {#Sec9}
==========

Experiments of "dark signal" {#Sec10}
----------------------------

Kolmogorov-Smirnov (KS) test indicates that the hypothesis of Gaussian distribution of "dark signal" holds for almost all wavelengths. (The $\documentclass[12pt]{minimal}
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                \begin{document}$$\hbox {H}{}_{01}$$\end{document}$ could not be rejected even with very large significance level $\documentclass[12pt]{minimal}
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                \begin{document}$$\alpha $$\end{document}$.) Lilliefors test indicates that the number of wavelengths where the Gaussian distribution holds is smaller than the number indicated by the KS test. It is shown \[[@CR38]\] that KS test tends to be inferior to Lilliefors test when the parameters of the Gaussian distribution are unknown. In such a case, the Lilliefors test has higher power (smaller probability of false acceptance of $\documentclass[12pt]{minimal}
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                \begin{document}$$\hbox {H}{}_{01 }$$\end{document}$ is rejected (Gaussian distribution is not satisfied) is larger with the Lilliefors test than with the Kolmogorov-Smirnov test (for the same $\documentclass[12pt]{minimal}
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                \begin{document}$$\alpha =0.05$$\end{document}$).

Histogram of estimated skewness, Fig. [4](#Fig4){ref-type="fig"}, indicates that the mode of the skewness is slightly larger than 0 (the skewness of normal distribution). From Fig. [5](#Fig5){ref-type="fig"}, the mode of kurtosis is around 3 (the kurtosis of the normal distribution). Based on these results, it can be concluded that the probability distribution of CCD noise is approximately normal for a large percentage of wavelengths.Fig. 6Estimated normalized autocorrelation of "dark signal"

The estimated normalized autocorrelation of "dark signal," Fig. [6](#Fig6){ref-type="fig"}, indicates that the dark noise samples are observably correlated only with the samples at adjacent wavelengths. Hence, $\documentclass[12pt]{minimal}
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                \begin{document}$$\hbox {H}{}_{02}$$\end{document}$ cannot be completely accepted. The assumption of whiteness ($\documentclass[12pt]{minimal}
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                \begin{document}$$\hbox {H}{}_{02}$$\end{document}$), however, is *not* needed in our model.

Experiments with NIST glass {#Sec11}
---------------------------

The results of Kolmogorov-Smirnov and Lilliefors tests on LIBS spectra of standardized NIST glass indicate that the distributions of signals $\documentclass[12pt]{minimal}
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                \begin{document}$$s_\mathrm{out}(\lambda _k)$$\end{document}$ can be considered approximately Gaussian for a large range of $\documentclass[12pt]{minimal}
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                \begin{document}$$\lambda _k \in $$\end{document}$ \[320 nm, 581 nm\] for all attempted tests). Due to observed Gaussian distribution of the dark signal, this leads to conclusion that $\documentclass[12pt]{minimal}
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                \begin{document}$$s_i(\lambda _k)$$\end{document}$ in the considered case have approximate Gaussian distribution in this range of wavelengths. Furthermore, almost all low-order principal components of the data (that are of practical importance for classification, see e.g., \[[@CR39]\]) also have Gaussian distribution.

Table 1Spectral ranges where the hypothesis of Gaussianity of LIBS spectra of NIST standardized glass cannot be rejectedTestSignificance level ($\documentclass[12pt]{minimal}
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                \begin{document}$$\alpha $$\end{document}$)Spectral range (nm)Kolmogorov-Smirnov0.05306--581Lilliefors0.05320--721Lilliefors0.005311--749

Applicability of the optimal classifier {#Sec12}
---------------------------------------

Classification of LIBS data has been an active area of research. Automatic classification has been attempted on a variety of domains including mineralogy (classification of sedimentary ores \[[@CR40]\], quartz samples \[[@CR41]\], material science \[[@CR42]\], botany \[[@CR43]\], homeland security \[[@CR44]\], and planetology \[[@CR45]\])

The optimal classifier presented in the paper is relatively simple. (Classification is performed by computing a quadratic function of observed discrete spectral components.) This highly contrasts with sophisticated and complex classifiers previously attempted in the literature \[[@CR7], [@CR9]--[@CR11], [@CR42]\].

The usage of the proposed classifier can be validated using a cross-validation technique \[[@CR46]\]. An available dataset is split into *k* disjoint subsets of approximately equal size. The classifier is trained using $\documentclass[12pt]{minimal}
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                \begin{document}$$k-1$$\end{document}$ subsets, and the classification accuracy is evaluated on the remaining subset. The procedure is repeated until all subsets are utilized for the evaluation of the classifier. This way, assumptions of the optimal classifier can be indirectly validated on particular data. Using this approach, in \[[@CR39]\] we demonstrated that a simplified version of the optimal classifier discussed in this study is capable of providing high classification accuracies ($\documentclass[12pt]{minimal}
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                \begin{document}$$>90\%$$\end{document}$) when a sufficiently large number of principal components are utilized to perform multi-class classification of LIBS data of four proteins diluted in phosphate-buffered saline solution (bovine serum albumin, osteopontin, leptin, insulin-like growth factor II). This result is in agreement with the findings shown in this study that the principal components predominantly have Gaussian distribution. Note that the applicability of the optimal classifiers depends on our ability to estimate statistical parameters of output signal, Eq. ([4](#Equ4){ref-type=""}), specifically the covariance matrices $\documentclass[12pt]{minimal}
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                \begin{document}$$\varvec{{\Sigma }}_i$$\end{document}$. If the number of samples per class is small in comparison with the dimension of covariance matrices, additional assumptions about the structure of the matrices are needed (e.g., in \[[@CR39]\], we assumed matrix diagonality). Alternatively, the dimensionality of the correlation matrices can be reduced if a number of considered wavelengths are decreased by methods of feature selection (e.g., \[[@CR35]\]).

A practitioner may be interested what are the features that are responsible for successful classification. Answer to this depends on which particular classification problem we try to solve (e.g., classification of various compounds, the presence of elements). If feature selection \[[@CR47]\] is used for dimensionality reduction, the wavelengths corresponding to selected spectral lines indicate which spectral lines are responsible for building a classification model. In contrast, if feature extraction methods are used \[[@CR39]\], the loads (weight factors utilized to calculate principal components) may provide indication of relative feature importance.

By employing support vector machines (SVMs), we can estimate a hypothesis drawn from the function class of polynomials that both separates the data and achieves the maximum margin. SVMs carry the benefit of the descriptive power afforded by models with large degrees of freedom while incurring the complexity (VC dimension) of a relatively small number of support vectors. In the SVM formulation, through "the kernel trick," a transformation of input space is implemented through the definition of its inner product over the set of in-sample data points. The kernel can be thought of as a transformation of the input space to a high-dimensional representational space (or feature space). This also has the effect of further reducing the computational burden by avoiding computation of inner products in a high-dimensional feature space. The model linear in the feature space induced by the kernel represents the equivalent nonlinear model in the input space. Note that classification of spectroscopy data using SVMs was successfully attempted in \[[@CR48]\]. Note, however, that for large *K*, the actual estimation of model coefficients may require excessive computational power.

Equation ([6](#Equ6){ref-type=""}) represents the optimal classifier if the assumption of Gaussian distribution holds. Our experimental results indicate that the Gaussian distribution holds for noise and for *specific* spectroscopy signal in a range of wavelengths. In reality, signals $\documentclass[12pt]{minimal}
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                \begin{document}$$s_i\left( \lambda \right) $$\end{document}$ have Poisson distribution. If distributions of the signals $\documentclass[12pt]{minimal}
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                \begin{document}$$s_i\left( \lambda \right) $$\end{document}$ at two different wavelengths are *independent*, the signal components $\documentclass[12pt]{minimal}
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                \begin{document}$$\ s_f\left( \lambda \right) $$\end{document}$ before sampling will also have Poisson distribution that can be approximated by Gaussian. However, if the distributions are *dependent*, $\documentclass[12pt]{minimal}
                \usepackage{amsmath}
                \usepackage{wasysym} 
                \usepackage{amsfonts} 
                \usepackage{amssymb} 
                \usepackage{amsbsy}
                \usepackage{mathrsfs}
                \usepackage{upgreek}
                \setlength{\oddsidemargin}{-69pt}
                \begin{document}$$s_f\left( \lambda \right) $$\end{document}$ as an integral of dependent Poisson variables does not *have* to be Poisson random variable \[[@CR49]\]. Further, $\documentclass[12pt]{minimal}
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                \begin{document}$${(\lambda }_k$$\end{document}$) may not be Gaussian random variables. If the assumptions of Gaussian distribution are not satisfied, techniques of classification of non-Gaussian signals in generalized (non-Gaussian) noise need to be considered \[[@CR50]--[@CR52]\].

Finally, the optimal classifier presented in this paper assumes that the signal flow in the spectrometer can be represented by *linear* systems $\documentclass[12pt]{minimal}
                \usepackage{amsmath}
                \usepackage{wasysym} 
                \usepackage{amsfonts} 
                \usepackage{amssymb} 
                \usepackage{amsbsy}
                \usepackage{mathrsfs}
                \usepackage{upgreek}
                \setlength{\oddsidemargin}{-69pt}
                \begin{document}$$H_\mathrm{d}\left( \lambda ,\lambda '\right) ,H_\mathrm{c}\left( \lambda ,\lambda '\right) \ $$\end{document}$and $\documentclass[12pt]{minimal}
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                \begin{document}$$H_\mathrm{s}\left( \lambda \right) $$\end{document}$. Further research is needed to develop the optimal classifier if the assumption of linearity does not hold.

Conclusions {#Sec13}
===========

We discussed the optimal classifier for a signal acquisition model in echelle spectrograph and validated model assumptions in a case of specific LIBS signal. We indicated that the optimal classifier has a quadratic decision boundary and can be approximated using SVMs with a quadratic kernel. The optimal classifier can function with features obtained using a feature selection or feature extraction (principal component analysis) method. Experimental results indicate that in the considered case, the assumptions of Gaussianity hold. Work in progress includes development of the optimal classifier when assumptions of Gaussianity and linearity are relaxed.
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